Abstract Retaining an appropriate level of moisture at the interface between a healing wound and an applied dressing is considered to be critical for effective wound healing. Failure to control exudate at this interface can result in maceration or drying out of the wound surface. The ability to control moisture balance at the wound interface is therefore a key aspect of wound dressing performance. To date it has not been possible to monitor in any effective manner the distribution of moisture within dressings or how this varies with time.
Introduction

Moisture balance
The presence of moisture avoids the delay in healing response which occurs when wounds are allowed to dry out. 1 Excessive fluid retention at the wound surface, however, can result in poor healing and maceration of the surrounding tissue. 2 This means that a delicate fluid balance must be achieved at the wound/dressing interface to provide sufficient moisture for cellular activity without adversely affecting healing. 3 The evaluation of moisture under wound dressings and the volumes required for moist wound healing tend to be qualitative rather than quantitative. A proven method of monitoring fluid retention at the wound surface/dressing interface is therefore required.
Wound dressing tests
Clinical trials are the ideal environment for the validation of wound dressing performance, 4 however, they can be costly and time consuming. As a result, wound dressings are subjected to a variety of preclinical studies including in vivo and in vitro studies with a range of biological cell types and substitute fluids and tissues. 5e9 Different hydrocolloid dressings can be compared using a variety of laboratory tests including moisture vapour transfer rate (MVTR), fluid handling properties, gelling characteristics and conformability. 10, 11 These tests, however, are not modelled on continually exuding wounds and thus have limitations.
Development of a standard for the characterisation of the wound/dressing interface could provide information to aid in the further development of modern wound dressings.
Bioimpedance
Electrical impedance allows for the detection of ionic (electrically conductive) liquids based on the principle that the higher the impedance, the lower the volume of liquid present. Since wound exudate is essentially an ionic liquid it is possible to identify its presence and quantity by applying an alternating current (AC) of varying frequency, f, in the local environment.
The study of biological impedance has developed links between changes in tissue impedance and physiological effects such as tumour growth, blood flow and skin permeability. 12e14 This has been extended to monitoring the condition of healing wounds such as surgical wounds 15e17 and wounds under wound dressings. 18, 19 Direct current (DC) electrical resistance measurements have been applied to wound dressings in vitro to detect fluid strike-through to the external surface of the dressing, 20 although this does not provide a quantitative measure of wound dressing hydration.
The aim of our study was therefore:
To design a suitable wound bed model that could be utilised to mimic exudate flow into a dressing To investigate the use of new proximity moisture sensors based on paired silver/silver chloride (Ag/AgCl) electrodes for the detection of moisture in wound dressings To use the wound bed and sensor system to test the moisture retention capacity of a range of current advanced wound dressings.
Materials and methods
The moisture handling characteristics of wound dressings were tested in two stages:
1. Hydrated wound dressings were monitored for rate of dehydration through simultaneous measurements of the mass of the liquid in the dressing and the electrical impedance at the wound/dressing interface. 2. A model wound bed was devised to provide a woundcontact surface for dressings. Impedance sensors embedded in the system allowed the moisture profile across the surface to be determined with respect to time.
Effects of dehydration on impedance and mass of liquid
The system used to determine the relationship between electrical impedance and mass of liquid in the dressings comprised a Perspex chamber, an electronic balance, a 5 V/3 A heat mat, and an analogue hygrometer (Fig. 1) . Wound dressings were monitored by electrical impedance as dehydration occurred. The dressings were weighed at regular intervals to record the relationship between change in impedance and loss of moisture. The dressings evaluated are illustrated in Table 1 .
Wound dressing
Test dish
Heat mat Chamber Balance Figure 1 Manual weighing system, within the environmental control chamber, showing electronic balance, heat mat, test dish and dressing sample.
Mass measurements (to monitor liquid loss) were performed manually with the digital balance (Sartorius, Germany) at intervals of 2 h. The dressing was removed from the heat mat to be weighed, which disturbed the test environment for about 60 s during every measurement.
Impedance was determined with Ag/AgCl electrodes insulated with silicon elastomer (Syndev 2, BDH, UK) that were inserted into whole wound dressings. Measurements were performed using a 1260 impedance analyser (Solartron, UK).
Electrodes were inserted through two small incisions, 2 cm apart, made in the backing of the dressing (or at the edge of a perforation for perforated dressings) and the dressing was applied to the petri dish. As the incisions allowed pathways for moisture vapour transfer, the electrodes were sealed in place using a small amount of beeswax. Connecting wires were added and fixed in place before the ensemble was weighed.
British Pharmacopoeia Solution A (142 mM NaCl, 2.5 mM CaCl$2H 2 O in distilled water) 21 was injected into the dressings at four individual sites around the centre of the dressing. The volume injected was dependent on the wound dressing dimensions (The maximum loading was 10 ml for a 10 cm Â 10 cm dressing). The injection points were sealed with beeswax and the dish and its contents were again weighed to provide the starting mass.
The dressing was placed directly over the heat mat and connected to the impedance analyser. The chamber was sealed to maintain constant humidity and temperature.
Impedance data were recorded constantly for periods of 2 h at frequency 1 kHz and voltage amplitude 200 mV. The 1 kHz frequency yields impedance pertinent to ionic conductivity in the solution. Every 2 h the dressing was disconnected, the ensemble weighed, reconnected and the impedance measurement restarted. Impedance data were constantly recorded overnight up to a period of 16 h. When the test period was complete the ensemble was weighed to provide a final mass reading for the sample.
Moisture mapping of the wound/dressing interface
Moisture maps of the wound dressing contact surface were obtained using a custom-made test rig containing eight equally spaced Ag/AgCl electrode pairs capable of measuring local changes in liquid impedance (referred to as sensors) and a simulated wound bed of dimensions 6 cm Â 6 cm (Fig. 2) .
The model wound bed
The surface layer of the wound bed is fabricated from polytetrafluoroethylene (PTFE), which is thermally conducting, electrically insulating and resistant to solvents which may be required to remove wound dressing adhesive residue. The surface layer is heated by an underlying heat mat.
The wound is simulated by a curving track (4 mm depth and width) cut into the surface of the PTFE layer, capable of directing Solution A around the surface between the sensors. A cellulose dialysis membrane (Sigma, UK), was placed over the track and sensors to allow uniform spread of liquid over the surface of the wound model and prevent expansion of the dressings into the track. The membrane was cut to 7 cm Â 7 cm and was soaked in test solution for 24 h prior to use.
The sensor array embedded in the wound bed The hydration of the membrane is monitored by means of impedance measurements, collected from the eight sensors (Fig. 2) . The sensors were positioned in the wound bed with a separation of 18 mm between the centres of each 
Fluid Channel
Sensor electrode pair Figure 2 Model wound bed, a channel cut into the surface of the PTFE contact plate is filled with red liquid in this image to illustrate the liquid flow path selected to emulate the arrival of wound exudate at dressing surface. The eight sensor electrode pairs for localised impedance measurement are embedded in the model wound bed, flush with the surface, as shown above. measurement location. The surface temperature was maintained at 33 C using a feedback loop between a thermocouple embedded in the wound bed, a temperature controller and the heat mat.
Impedance measurements from the sensor array Impedance measurements were obtained from eight channels using a 1281 Multiplexer (Solartron, UK) in addition to the 1260 impedance analyser. Each sensor was scanned hourly during the test period and the data recorded at 1 kHz were selected to determine the impedance of the sample.
Wound dressings testing on wound model system Dressings were applied covering the dialysis membrane, with the centre of the dressing placed over the track and sensors. The test rig and a syringe pump (Crane Srl Elettronica Medicale, Italy) were placed in the environmental chamber where relative humidity was maintained at 50 AE 2% throughout each experiment. Solution A was pumped through the test rig at a rate of 0.5 ml/cm 2 per 24 h, which is equivalent to a moderately exuding wound. 22 The pump was stopped after 8 h and impedance measurements continued for a further 16 h. This procedure was carried out for five replicates of each dressing, with the exception of OpSiteä, which was only tested once as a non-absorbent adhesive dressing reference.
Results
Effects of dehydration on impedance and mass of liquid
In the first experiment, performed to determine how mass and impedance changed within a dressing using a single sensor pair, the dehydration of the wound dressings was observed over a period of 48 h with only Biatainä retaining fluid until the end of the test. A plot illustrating the relationship between the impedance measured by the electrodes and the percentage of liquid lost is shown in Fig. 3 . Impedance data obtained when the fluid loss was 100% were omitted from this graph, since these produced data points of values greater 200 kU, skewing the graph scale and reducing the clarity of the lower impedance data when dressings were hydrated. As the mass of liquid in the dressing falls below 50% of the initial fluid load the impedance measured by the electrodes begins to increase. This increase in impedance can be attributed to the low levels of fluid in the wound dressing.
Moisture mapping of the wound/dressing interface
In the second experiment the impedance measured at the surface of the wound dressing, through individual measurements across all eight sensors on the wound bed, indicated whether or not the wound dressing was acting to retain fluid at the wound bed surface. A selection of readings from the eight sensors when monitoring different types of hydrated dressings is illustrated in Table 2 . It was generally observed that the impedance was low, less than 15 kU, over the first 8 h of the experiment. These low values of impedance suggest that the wound/dressing interface is moist while fluid is being injected into the apparatus.
As the test progressed, the impedance measured by the sensors began to increase. This generally occurred once the fluid injection ceased, however, high impedance was detected in some samples of Tielleä before fluid injection had been completed. Once the dry out period was entered (8e24 h) the impedance reached values greater than 200 kU. This coincides with dehydration of the dressing and means that the dressing contact surface has become dry.
Discussion
It has been demonstrated that electrical impedance measured within a dressing can be indicative of the level of liquid that is present. This can usefully be employed to determine a range of impedance values that correspond to different levels of moisture in a dressing. The aim in the future is to further develop this approach in order to provide a clinical, diagnostic tool that can non-invasively predict the hydration status of a wound dressing without having to disturb the wound or dressing.
Effects of dehydration on impedance and mass of liquid
As the mass of liquid within the wound dressing decreased there was a corresponding rise in the impedance. To determine the impedance ranges that might correspond to low or high moisture hydration levels an averaging process across the masseimpedance data points, using the results for all dressings and samples, was utilised together with physical observation of the dressings to confirm hydration status. Some outliers, where points clearly corresponded to observed anomalies such as pockets of liquid, were removed from the averaging process. The bands of impedance values corresponding to wet (saturated) through high moisture, low moisture, very low moisture and dry were constructed by taking the averaged masseimpedance measurements and linking these to observed physical status of the dressings to draw the boundaries between moisture conditions (see Fig. 4 ). This approach gave an initial scale to relate impedance value with dressing hydration state and this was confirmed by observations made of the dressings at the various stages. The resulting moisture scale for impedance is shown in Table 3 . It is from this scale that the colour maps illustrating the topography of the wound contact layer of the dressing can be assembled. There may be some question about the justification of averaging across the different dressing types to create this single graph, however, as a first attempt at looking at the limits of such a monitoring system it provides an insight to the extremes that occur. In future detailed studies it would be preferable to create scales for individual dressing types or for clinical wound categories. In this first study of the wound bed model and hydration sensors, the selected moistureeimpedance bands provide an effective illustration of how the system might be used to determine the moisture status in a dressing.
Moisture mapping of the wound/dressing interface
The conditions outlined in Table 3 were each assigned a colour to provide a simple means of identifying the level of The impedance values are given in kiloohms. Very low moisture Orange >200 Dry Red hydration. These colours were then applied to grids representative of the wound bed surface and the position of the sensors. These grids were arranged to provide a simple way of identifying changes in moisture retention at the wound dressing surface over the course of continuous hydration followed by continuous dehydration. The moisture maps (Fig. 5 ) allow the greatly varying results between dressing types to be easily identified. In these experiments Versiva â clearly retains moisture at the wound contact surface of the wound dressing for up to 16 h without further hydration. The foam dressings did not retain fluid to the same extent after the fluid injection ceased since, on average, all of the dressings were dry at the wound contact surface at 24 h. OpSiteä, on the other hand, retained too great a volume of liquid within the wound model, which is to be expected since the dressing is not designed to absorb fluid but instead relies purely on water vapour transfer.
The results at 24 h could be validated easily by visual inspection of the membrane and wound dressing following removal from the apparatus. Membrane that had been covered with Versiva â tended to be oily and wet to the touch, while membrane that had been in contact with the foam dressings was rigid and dry to the touch. When OpSiteä was removed from the apparatus there was approximately 7 ml of excess liquid in the system, meaning that approximately 3 ml evaporated over 24 h. The WVTR was calculated from this volume and the 36 cm 2 area of the wound bed giving a WVTR of 833 g/m 2 per 24 h, which is in close agreement with the value quoted in the literature, 862 g/m 2 per 24 h. 23 Although the moisture profile of Versiva â appears fairly constant throughout the experiment each electrode pair within the multielectrode wound model works independently providing hydration information local to each specific pair. This is most evident with foam dressings since there are great variations in the location of surface moisture. These variations occur since the foam dressings have a tendency to expand. This means that there are intermittent areas of intimate contact at the surface which varies the profile. The wound bed model described is, of course, not a real wound and is therefore limited in terms of realistically modelling a wound. There are also technical areas that could be improved upon to provide an accurate measure of surface moisture. For instance, the results shown for OpSiteä illustrated that the presence of an air bubble over one of the electrode pairs gave a very high reading for impedance, which would indicate no moisture, despite there being 7 ml of fluid under the wound dressing.
Other possible deficiencies of the model can be found in the fluid and method of fluid delivery. The solution used in the experiments presented in this study has a similar ionic concentration to animal serum and is used as an industry standard to replace exudate. However, the exact conductivity of clinical wound exudate has yet to be measured. Fluid was pumped into the model at a constant rate over a period of 8 h, which, it can be argued, is unlike a real wound. This study should be considered as a starting point as sensors have yet to be applied to wounds to determine the moisture located under a wound dressing in vivo.
Conclusions
A wound model containing a multi-sensor array for monitoring the wound contact surface of the wound dressings was designed and fabricated. This system was used to illustrate that moisture status of wound dressings can be assessed non-invasively using small electric currents and the resulting measurements provided insights into the behaviour of various wound dressing types. To further develop the system it will be necessary to test various dressings under differing exudate flow rates and times and also to consider adapting the system to allow the testing of dressings in different, simulated clinical protocols such as in compression bandaging.
The results suggest that the system could be further developed and applied to wound dressings in vivo to indicate the condition of a wound under a wound dressing without causing irritation or further damage to a healing wound.
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